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THE  DETECTION  OF  ANTICHOLINESTERASE  AGENTS  USING  AN 
ENZYME  INHIBITION  REACTION 

PART  VIII.  DEVELOPMENT  OF  A  PORTABLE  AUTOMATIC  ALARM  (MODEL  VIIl) 

by 

A.M.  KINNEAR 
SUMMARY 

A  portable  automatic  alarm  (Model  VIII )  has  been  designed  for  the 
detection  of  anticholinesterases.  It  operates  from  a  24  volt  battery  at 
a  power  consumption  of  12  watts,  and,  excluding  the  battery,  measures 
8  in,  X  6  in,  x  14  in,  and  weighs  I8  lb. 

The  alam  utilises  the  enzyme  inhibition  reaction,  the  enzyme  being 
pseudo-cholinesterase  obtained  from  horse  serum.  Three  different  reagent 
solutions  are  required,  and  these  are  used  in  a  continuous  flow  system  with 
continuous  sampling  of  the  suspect  atmosphere,  A  photoelectric  monitoring 
of  the  colour  density  of  the  reaction  product  activates  the  alarm  system 
v/hen  the  colour  density  is  decreased. 

In  preliminary  experiments  in  the  gas  chambers  the  alarm  responded  to 
0,015  Ms/^*  0^"  OB  v/ithin  fifteen  seconds. 

It  is  anticipated  that  this  design  of  alarm  may  bo  applicable  in  prin¬ 
ciple  to  other  chemical  detection  systems  employing  one  or  more  reagent 
solutions,  and  in  v/hioh  detection  occurs  as  the  result  of  a  change  in  colour 
density  of  the  reaction  product. 


(Sgd, )  T.F.  V/atkins, 
Supt,,  Chemistry  Research  Division, 


AMK/MBF 
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PART  VIII.  DEVELOPMENT  OF  A  PORTABLE  AOTCftlATIC  ALARM  (MODEL  VIII ) 

by 

A.M.  KINNEAR 


1.  INTRODUCTION 

An  earlier  form  of  Automatic  Alarm  (Model  VIl)  for  detecting  antichollxv- 
esterases  in  the  atmosphere  has  been  described  previously  (1),  The  ensyme 
inhibition  reaction  was  used  with  solutions  of  horse  serum  pseudo-cholin¬ 
esterase,  gualaoyl  butyrate  (substrate)  and  Brentamine  Fast  Red  B  Salt* 

(colotir  developer  to  produce  a  colour  with  any  liberated  guaiaool).  Sampl¬ 
ing  and  detection  were  carried  on  without  interruption  using  a  continuous 
liquid  flow  system.  The  alarm  responded  to  concentrations  of  CB  down  to 
0.01  pg/l.  in  10-20  seconds;  it  was  mains-operated,  relatively  bullcy,  and 
not  portable. 

The  successful  use  of  a  continuous  liquid  flow  system  to  give  continuous 
detection  with  the  enzyme  inhibition  reaction  was  sufficiently  encouraging 
to  warrant  attempts  to  simplify,  and  to  reduce  the  size  and  weight  of  the 
alarm  in  order  to  produce  a  portable,  battery-operated  model.  In  this 
development  work,  it  was  appreciated  that  some  of  the  sensitivity  of  the  alarm 
might  have  to  be  sacrificed,  provided  the  time  to  respond  to  anticholinesterases 
was  not  increased* 

The  effort  of  modifying  and  simplifying  the  Model  VII  Alarm  which  led 
finally  to  the  development  of  tho  portable,  battery-operated  Model  VIII  Alarm 
is  described  in  this  report. 

♦Stabilised  dlazotisod  1 -<iraino-2-ciothoxy-4-nitrobenzene , 
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2.  GENERAL  DESCRIPTION 


A  flow  diagram  of  the  Model  VIII  alarm  is  shown  in  Fig«  1  and  photographs 
of  the  alarm  are  shown  In  Figs.  The  alarm  measures  8  in.  x  8  in.  x  14  in. 

and  weighs  18  lb.  The  alarm  is  operated  by  a  24  volt  battery  carried  separa~ 
tely  from  the  alarm.  The  power  consumption  is  12  watts. 

The  atmosphere  is  sampled  at  2  -  3  l./min  using  a  vatie  type  pump  driven 
directly  by  a  permanent  magnet  motor.  The  pump  is  also  coupled  to  300:1 
reduotion  gearbox  arranged  to  drive  four  peristaltic  pumps  (Figs.  8  and  9)* 

Throe  of  these,  driven  at  about  6  r.p.m.,  pump  the  three  reagent  solutions 
(enzyme,  substrate  and  colour  developer)  at  0.4  ml/min  into  the  reaction  tube 
while  the  fourth  ptimp,  driven  slightly  under  18  r.p.m.,  draws  the  reaction 
product  from  the  separator  annulus  to  the  scanning  cell. 

The  sample  of  air  enters  at  high  velocity  into  the  narrow  reaction  tube 
(Figs.  1  and  6)  where  it  immediately  encounters  a  small  flow  of  the  enzyme 
solution  which  it  propels  as  a  film  along  the  tube.  It  is  at  this  stage 
that  the  first  reaction  of  the  chemical  detection  ^stem  begins,  l.e.  the 
inhibition  of  the  enzyme  if  there  is  an  anticholinesterase  agent  in  the  atmo~ 
sphere. 

After  travelling  successive  short  distances  along  the  tube,  the  enzyme 
solution  meets  and  blends  with  similar  Inflows  of  the  substrate  and  colour 
developer,  vdien  the  second  and  third  reactions  of  the  detection  system  com¬ 
mence. 


The  solution  containing  the  final  reaction  product  then  enters  the 
separator  and  collects  in  the  anniilus  while  the  air  passes  on  via  a  spray 
trap  to  the  air  pump.  From  the  separator  annulus,  the  liquid  is  drawn  to 
the  scanning  cell,  through  the  fourth  peristaltic  pump  and  to  waste.  To 
enable  the  reaction  product  to  reach  the  scanning  oell  as  qulokly  as  possible, 
the  liquid  capacities  of  the  separator,  scanning  oell,  and  connecting  link  are 
made  as  small  as  feasible. 
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Changes  in  colour  density  of  the  solution  in  the  scanning  cell  are 
monitored  by  means  of  a  light  source,  a  matched  pair  of  counterbalanced 
photocells  and  a  sensitive  meter  relay.  A  small  reduction  in  density  suf» 
floes  to  close  the  alarm  circuit.  This  arrangement  dispenses  with  the  need 
for  a  balancing  circuit  required  when  only  one  photocell  is  used  and  compen¬ 
sates  for  possible  variations  in  light  Intensity. 

The  reaction  tube  terminates  in  a  smooth  "dural"  block  which  comes  into 
close  contact  with  the  back  of  the  case  and  lines  up  with  a  hole  admitting 
the  air  sample.  The  exhaust  of  the  air  pump  is  arranged  to  line  up  with 
another  hole  in  the  back  of  the  case  at  a  point  remote  from  the  sample  inlet 
so  as  not  to  cause  interference  with  the  air  sampling,  For  durability,  the 
reagent  containers  are  made  of  stainless  steel.  They  can  be  moved  aside  to 
give  access  to  the  reagent  pumps. 

3.  DETAILED  DESCRIPTIONS 

(a)  Reaction  tube  design 

Important  factors  involved  in  the  design  of  the  alarm  are  the  flow 
rate  of  the  liqiid,  the  sampling  rate  of  the  air,  the  bore  and  length 
of  the  reaction  tube,  the  minimum  concentration  of  vapour  to  be  detected, 
and  the  activity  of  the  ensyne  solution.  For  a  given  air  flow,  the 
velocity  of  the  air  stream  and  the  liquid  transfer  rate  will  increase 
as  the  diamotor  of  the  tube  is  docroased.  Thus  the  length  of  tho 
tube  will  have  to  be  inoreased  whon  the  diameter  is  dooroaood  if 
constant  reaction  timoa  are  to  be  retained.  A  long  narrow  tube 
should  be  more  effective  than  a  shorter  wider  tube  for  absorbing  C.W, 
agents  from  a  contaminated  air  stream,  but  the  narrow  tube  v/ill  offer  a 
higher  impedance  to  the  air  stream.  With  the  limited  amount  of  power 
available  in  a  battery-operated  portable  alarm  a  satisfactory  air  flow 
can  only  be  obtained  by  keeping  the  impedance  of  the  tube  within  reason¬ 
able  limits.  Thus  some  compromise  must  be  made  regarding  the  dimensions 
of  the  reaction  tubes. 
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As  there  are  many  possible  variables  to  be  oonsidered,  It  Is  clear 
that  mathematioal  oaloulatlon  of  the  optimum  tube  dimensions  would  be 
oooplloated,  and  so  the  tube  finally  adopted  in  this  model  was  chosen 
as  a  result  of  experiment. 

The  oonstructional  details  of  this  reaction  tube  are  shown  in 
Fig.  6. 

(b)  Separator  Design 

It  is  neoessary  to  separate  the  liquid  and  the  air  emerging  from 
the  reaction  tube  by  a  single  and  continuous  process  so  that  the  result¬ 
ant  reaction  product  may  be  drawn  into  the  scanning  cell  in  a  suitable 
condition  for  continuous  photoelectric  monitoring. 

One  of  the  main  problems  in  designing  a  separator  was  to  ensure 
that  a  high  propoztlon  of  the  reaction  product  did  not  go  to  waste  as 
spray.  It  was  found  that  the  most  successful  desigxxs  were  those  in 
irtilch  the  "separated"  liquid  could  be  pvimped  to  the  scanning  cell. 

Based  on  this  ejqperience*  a  successful  separator  (Figs.  1  and  6)  was 
designed.  In  this  design  the  air  stroam  passed  along  an  ixuior 
coaxial  tube  while  the  liquid  was  drawn  into  the  annulus  by  onpll- 
laxy  foroos.  An  appreciably  larger  diameter  is  used  for  the  inner 
coaxial  tube  oompared  with  that  of  the  reaction  tube,  so  that  the  air 
velocity  is  reduced  and  the  tendency  for  liquid  to  be  drawn  off  with 
the  air  as  spray  is  minimised. 

In  optimum  conditions,  the  liquid  is  pumped  from  the  annulus  a 
little  slower  than  it  collects  in  order  to  avoid  drawing  air  throu^  the 
annulus.  The  slight  excess  of  liquid  is  allovred  to  go  to  waste  as 
spray.  If  the  annulus  liquid  is  pumped  away  too  fast,  air  bubbles  will 
pass  through  the  scanning  cell.  A  slight  uniform  axial  flow  of  small 
bubbles  through  the  oell,  however,  may  be  tolerated  since  they  assist 
mixing  and  only  soatter  light  away  from  the  photocell.  This  will  not 
cause  false  alarms  when  a  deorease  in  colour  density  is  being  detected. 
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A  vet^'  small  annular  olearanoa  facilitates  rapid  transport  of  the  reac¬ 
tion  product  to  the  scanning  cell* 

This  type  of  separator  was  fabricated  in  metal  and  was  made  from 
stainless  steel  and  German  silver.  The  design  finally  selected  could 
easily  be  dismantled  for  cleaning* 

if,  PREPARATION  OP  ALARM  FOR  SERVICE 

Pill  the  reagent  bottles,  empty  the  waste  receiver  and  spray  trap,  and 
ensure  that  the  bulb  in  the  scanning  head  is  clean. 

Connect  to  a  2if-volt  D.C.  supply  and  switch  on.  Ascertain  that  the 
reagent  pumps  are  functioning,  and  allcw  a  few  moments  for  expulsion  of  air 
pockets  from  the  reagent  feed  lines.  The  solution  in  the  scanning  head 
should  now  be  coloured  distinctly  pur 

If  the  illumination  lamp  has  not  been  adjusted  or  if  it  has  been  replaoedy 
adjust  to  give  maximum  light  on  the  detecting  photocell.  Then  adjust  the 
iris  diaphragm  until  the  meter  relay  needle  is  in  the  vertical  position.  The 
needle  should  now  remain  steady  until  the  ensyme  becomes  inhibited  when  it 
will  be  deflected  to  the  left  to  close  the  alarm  circuit. 

5,  OPBRAIIOW  AND  PEIRPOIMANCE 


The  response  time  of  the  alarm  appeared  to  be  governed  more  by  the  rate 
of  enzyme  inhibition  than  by  the  rate  of  substrate  hydrolysis.  This  was 
indicated  by  the  fact  that  the  response  time  decreased  with  increase  in 
enzyme  concentration  until  a  point  was  reached  beyond  which  no  further  decrease 
occurred,  while  increase  in  substrate  concentration  merely  increased  the 
coloiir  intensity  and  did  not  significantly  affect  the  response  time.  The 
response  time  was  unaffected  by  variation  in  the  concentration  of  the  solu¬ 
tion  of  the  colour  developer  since  this  reaction  is  practically  Instantaneous. 

A  slight  excess  of  colour  developer  was  used  to  allow  for  possible  losses,  for 
example,  by  decomposition. 
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The  best  resulta  were  obtained  uaing  the  reagents  In  the  following 
oonoentratlona: 


Bniyme  Solution! 


1,000  A.U.*  (horse  senun  cholinesterase)  In 
aquous  borax  solution. 


Substrate  Solutioni 


0.05  ml  gualaoyl  butyrate  dissolved  in  V  ml 
acetone  and  diluted  to  100  ml  with  water. 


Colour  Developer  Solution; 


0.01  g  Brentamine  Fast  Red  B  salt  dissolved 
In  100  ml  water. 


The  liquid  reagonts  were  used  at  a  rate  of  approximately  0.4  ml/oln.  The 
air  flow  rate  was  4  l./mln.  The  alazn  was  capable  of  operating  for  6-7 
hours  without  attention. 


Laboratoxy  testa  on  the  alarm  were  made  by  applying  a  OB  oontamlxiated 
glass  stopper  to  the  air  intake  for  a  second  and  noting  the  time  required 
for  the  red  signal  lamp  to  light  up.  The  dsteotlon  times  were  mostly  from 
8  to  12  seconds  and  rarely  outside  the  limits  3  mnd  15  seconds.  It  should 
be  noted  that  the  detection  time  Is  fixed  within  these  close  limits  by  the 
parameters  of  the  alarm  and  Is  almost  independent  of  GB  concentration. 

The  sensitivity  of  the  alarm  was  ascertained  by  operating  It  in  known 
concentrations  of  GB  in  a  gas  chamber.  Responses  were  obtained  with  all 
concentrations  down  to  and  Including  .015 

Preliminary  experiments  with  GA  and  VX  indicate  that  for  Ihese  two  agents 
detection  times  may  be  more  than  15  seconds. 

It  is  anticipated  that  this  design  of  alarm  may  be  applicable  in  prin¬ 
ciple  to  other  chemical  detection  systems  employing  one  or  more  reagent 
solutions,  and  in  which  detection  occurs  as  the  result  of  a  change  in  colour 

*The  activity  \init  (A.U. )  is  defined  as  the  number  of  micro  litres  of  CO2 
evolved  in  30  min  per  mg  dry  ensyme  preparation  when  tested  by  the  Warburg 
method  as  modified  by  Strelltz  (2). 
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OEVFI  OPgP 
SOUUTIOH 


(to  PPOTgCT 
AIR  pump) 


TME  Alp  IS  C»AWIM  AX  2-S  U)TPB6/miM  XKiROUGM  RKACXIOM 
TUBS.  RCAOSISITS  PASS  AS  UlQUIO  PlUM  AUOIMG  VS/ALO. 
OP  REAC-TIOfN  TUBE  AMO  COUUECT  |M  ANMUUUS  IM  THE 
SSPAPATOP  PROM  WHERE  TWEV  ARE  PUMPED  TO 
the  SCAMfMIMO  CEUU,  THE  AIR  STREAM  BRIOGBS  THE 
AMIMUJl-US  AfMO  PASSES  VIA  A  SPPAV  TRAP  TO  THE 
AIR  PUMP  AMO  TO  WASTE. 


DIAGRAM  OF  MODEL  8  ALARM 


FIG  I 
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Fig.2. 


F.896/2 


Fig.  3. 

Automatic  Alarm 


Model  7 


1705/2 

PTP848 


T1705/1 

PTP848 


Key  to  Figaros  3.  4  and  5 


1 .  Reduction  gear  box. 

2.  Lamp  housing. 

3.  Iris  diaphragm. 

K,  Compensating  photo  cell. 

3.  Detecting  photo  cell. 

6.  Class  bulb  (for  scanning  colour  of  reaction  product) 

7.  Reaction  tube. 

8.  Air  ill  take. 

9.  Vacuum  pump. 

10.  Liquid-from-Air  Separator. 

11.  20,  24  volt  motor 

1 2.  Spray  trap 

13«  Pump  exhaust  (to  hole  in  case), 

14«  Stainless  steel  bottle  for  waste  liquid. 

1 5«  Stainless  steel  bottle  for  ensyme  solution, 

16.  Stainless  steel  bottle  for  colour  developer  solution 

17.  Stainless  steel  bottle  for  substrate  solution, 

18.  Rain  Switch 

19.  One  of  liie  reagent  pumps. 
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